West Lake Landfill Baseline Air Monitoring Summary Tables

The table below summarize monitoring data collected on using EPA's Viper wireless remote monitoring system. gmmmmmmm
C\ BEGIONA
O\ SMERGENCY
X . . . . o O\ RESHONSE &
Project Name: West Lake Landfill Baseline Ambient Air Monitoring <n Pﬁoﬁo’\‘
Period Start:9/20/14 6:00 AM DAY: 6 AM to 6 PM Statistics displayed:highest 8-hour time-weighted average occurring within the period
Period End:9/26/14 6:00 AM NIGHT: 6 PM to 6 AM

Station 1: Robertson Fire Protection Station 2, 3820 Taussig Road, Bridgeton, MO

Instrument Analyte TWA Period Units s Sat 9/20 ‘ _ Sun 8/21 ] Mon 9/22 Tue 9/23 _ Wed 9/24 Thu 9/25 _ Fri 9/26
VOCs 8 hr ppm 0.00 .~ oo0
co 8hr ppm 0.00 ‘
Area Rae H,S 8 hr ppm 0.03
SO, 8 hr ppm 0.00
Genitron Gamma 8hr pR/hr 8.6
Instrument Analyte TWA Period Units s Sat 9/20 - ‘ Sun 8/21 : Mon 9/22 _— “‘m‘“‘“"“‘“"“www’ _ Wed 9/24 | Thu 9/25 ‘ Fri 9/26
VOCs 8hr ppm 0.15 ‘ ‘ ‘
co 8hr ppm 0.00
Area Rae HaS 8 hr ppm 0.00
SO, 8 hr ppm 0.05
Genitron Gamma 8hr pR/hr 9.9
Station 3: Pattonville Fire Department District Station 2, 3365 McKelvey Road, Bridgeton, MO
Instrument Analyte TWA Period Units s Sat 9/0 Sun 9/1 Mon 9/2 Tue 9/3 Wed 9/4 Thu 9/5 — Fri 9/2
VOCs 8hr ppm 0.51
co 8hr ppm 0.00
Area Rae H,S 8hr ppm 5.31
SO, 8hr ppm 0.00
Genitron Gamma 8 hr uR/hr 15.0
Instrument Analyte TWA Period Units — Sat 9/20 Sun 8/21 Mon 9/22 Tue 9/23 Wed 9/24 Thu 9/25 Fri 9/26
VOCs 8hr ppm 0.00
co 8 hr ppm 0.00
Area Rae HaS 8hr ppm 2.65
SO, 8hr ppm 0.00
Genitron Gamma 8 hr uR/hr 9.6
instrument Analyte TWA Period Units Sat 9120
VOCs 8hr ppm
co 8hr ppm
Area Rae H,S 3 hr opm
SO, 8 hr ppm
Genitron Gamma 8 hr uR/hr

WLLFOIA4312 - 004 - 0094554



station

S S S S

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.00/0.00 / 0.00 0.00 / 0.00/ 0.00
200.08 /0.10/0.12 0.09/0.12/0.13
300.00 / 0.00/ 0.00 0.00 / 0.00/0.00
500.01/0.02/0.03 0.01/0.05/0.07
600.00 / 0.00 / 0.00 0.00 / 0.00/0.00
708.4/8.5/8.6 8.1/84/86

WLLFOIA4312 - 004 - 0094555



BiD B1N c2D C2N D3D D3N

0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.04/0.06 /0.09 0.03/0.06 /0.07 0.02 /0.04 /0.06 0.06 /0.07 /0.09 0.04 /0.07 /0.10 0.08 /0.10/0.11
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.01/0.02 0.00/0.02/0.03 0.00/0.02/0.02 0.00/0.02/0.02
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
8.1/83/85 7.7/81/8.4 7.8/8.1/85 7.9/82/86 8.0/8.1/83 7.9/81/83

WLLFOIA4312 - 004 - 0094556



E4D EAN F5D F5N G6D G6N

0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.05/0.08/0.13 0.09/0.13/0.150.09/0.11 /0.15 0.10/0.13/0.16 0.10/0.11/0.13 0.12 /0.14 / 0.14
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.03/0.08 0.00/0.09/0.12 0.01/0.07/0.17 0.00/0.10/0.18 0.00/0.04 /0.10 0.04 /0.10/ 0.11
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
7.9/82/86 8.0/8.2/85 8.2/84/85 8.2/83/8.4 7.9/82/84 8.3/84/85

WLLFOIA4312 - 004 - 0094557



station

NN NN NN

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.03/0.08 /0.15 0.10/0.15/0.18
200.00 / 0.00/ 0.00 0.00 / 0.00/ 0.00
300.00 / 0.00/ 0.00 0.00 / 0.00/ 0.00
500.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
600.01 /0.03/0.05 0.03 /0.06/0.07
709.5/9.7/9.9 9.6/9.7/9.9

WLLFOIA4312 - 004 - 0094558



BiD B1N c2D C2N D3D D3N
0.10/0.12/0.16 0.02/0.15/0.16 0.00/0.06 /0.11 0.01 /0.12 /0.12 0.00 / 0.06 / 0.09 0.01 /0.10/ 0.11
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.02/0.03/0.04 0.02/0.04 /0.05 0.02 /0.06 /0.09 0.04 /0.09 /0.09 0.02 /0.05 /0.07 0.05 /0.07 / 0.09
9.2/9.5/9.7 89/9/9.1 8.8/9.1/9.4 8.8/9.1/9.5 89/9.2/95 9.3/9.4/9.5

WLLFOIA4312 - 004 - 0094559



E4D EAN F5D F5N G6D G6N

0.00/0.06 /0.12 0.07/0.12/0.13 0.04 /0.09 /0.16 0.07 /0.15/0.17 0.05/0.13/0.21 0.14 /0.19/0.21
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.05/0.07 /0.09 0.08 /0.09 /0.10 0.07 /0.08 / 0.09 0.06 / 0.09 /0.10 0.06 / 0.08 / 0.10 0.10 /0.10/ 0.10
9.1/9.4/9.8 9.2/9.5/9.9 9.3/9.6/10.1 9.0/9.3/9.9 9.3/9.6/101 94/9.7/99

WLLFOIA4312 - 004 - 0094560



station

w w w w w w

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.37/0.41/0.51 0.41/0.51/0.55
200.01/0.02/0.03 0.01/0.02/0.03
300.00 /0.00/ 0.00 0.00/ 0.00/0.00
505.26 /5.28 /5.31 5.26 /5.30/5.32
600.00 / 0.00/ 0.00 0.00 / 0.00/ 0.00
7011.4/129/15.011.2/12.7/15.0

WLLFOIA4312 - 004 - 0094561



BiD BiN c2D C2N D3D D3N

0.31/0.35/0.450.24/0.38/0.490.21/0.29/0.50 0.29/0.44/0.53 0.21/0.27 /0.35 0.00 / 0.23 / 0.29
0.00/0.01/0.02 0.00/0.02/0.02 0.00/0.00/0.01 0.01/0.01/0.02 0.00/0.01/0.02 0.00/0.01/0.02
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
5.25/5.26 /5.28 5.22 /5.24 /5.28 5.22 /5.24 /5.29 5.21 /5.25 /5.30 0.05 / 3.87 / 5.21 0.00 / 0.03 / 0.05
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
11.1/113/116105/11 /116 103/106/114105/11/115 104/109/11.610.5/10.9/11.5

WLLFOIA4312 - 004 - 0094562



E4D EAN F5D F5N G6D G6N

0.00/0.05/0.08 0.01/0.09/0.10 0.00/0.06 /0.11 0.01 /0.11/0.12 0.00/0.09/0.16 0.13 /0.16 / 0.17
0.00/0.03/0.05 0.01/0.03/0.05 0.00/0.03 /0.05 0.01 /0.06 /0.07 0.00/0.03 / 0.06 0.05 /0.07 / 0.08
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00 /0.00 0.00 /0.00 /0.00 0.00 /0.00/0.00 0.00 /0.00/ 0.00
0.00/0.01/0.02 0.00/0.02/0.02 0.00/0.01/0.03 0.00/0.03/0.03 0.00/0.03/0.07 0.03 /0.07 / 0.07
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
104/109/11611.6/129/142 11.1/11.6/141110/11.4/11511.0/11.5/12.111.3/11.7/12.0

WLLFOIA4312 - 004 - 0094563



station

EE S

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.00/0.00 /0.00 0.00 / 0.00 / 0.00
200.00 /0.00/0.01 0.00/0.00/0.01
300.00 / 0.00/ 0.00 0.00/0.00/0.00
502.61/2.63/2.652.61/2.62/2.63
600.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
709.4/9.5/9.6 94/95/9.7

WLLFOIA4312 - 004 - 0094564



BiD B1N c2D C2N D3D D3N

0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.01/0.01 0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.01/0.01 0.00/0.01/0.010.00/0.00/0.01
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
2.63/263/2632.60/262/2632.60/261/2.62260/2.61/2.620.29/1.86/2.610.18/0.19/0.29
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
9.5/9.6/9.7 9.3/9.5/9.6 9.2/9.3/9.4 9.1/9.2/9.4 9.2/9.5/9.7 9.5/9.7/10.0

WLLFOIA4312 - 004 - 0094565



E4D EAN F5D F5N G6D G6N

0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00/0.00 0.00/0.01/0.01 0.00/0.01/0.01 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.01
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.18/0.19/0.190.18/0.19/0.19 0.18/0.19/0.21 0.19/0.20/0.21 0.20/0.20/0.22 0.19/0.21 / 0.22
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
9.5/9.7/9.9 9.5/9.6/9.7 9.7/9.8/9.9 9.6/9.8/9.9 9.5/9.6/9.9 9.8/9.9/10.0

WLLFOIA4312 - 004 - 0094566



station

v L L

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D
100.00/0.00 / 0.00
200.00 /0.00/0.00
300.00/0.00/0.00
5012.60/12.79/13.20
600.00 / 0.00/0.00
709.2/9.4/9.7

WLLFOIA4312 - 004 - 0094567



A7N BiD BiIN C2D C2N

0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00
12.86/13.14/13.3012.59/12.68 /12.86 12.24 /12,53 /12.76 12.24 / 12.40/12.77 12.27/12.61/12.83
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00
9.3/9.5/9.8 9.4/9.5/9.6 9.0/9.2/9.4 8.9/9.4/9.8 8.7/9.2/9.8

WLLFOIA4312 - 004 - 0094568



D3D D3N EAD EAN F5D F5N
0.00/0.00/0.00 0.00/0.00/0.02 0.00/0.01/0.020.00/0.00/0.040.02/0.06/0.18 0.18/0.50/0.71
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00/0.02 0.00/0.02/0.02 0.00/0.07/0.150.00/0.10/0.16 0.00/0.06 /0.18 0.00/0.15/0.24
0.35/7.56/12.27 0.05/0.33/0.41 0.03/0.27/0.61 0.10 /0.48 /0.67 0.07/0.29 /0.56 0.00/ 0.24 / 0.56
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
8.8/9/9.2 9.1/93/9.4 9.1/9.4/9.7 94/95/9.7 9.4/9.4/95 9.2/93/95

WLLFOIA4312 - 004 - 0094569



G6D G6N
0.49/0.67/0.74 0.45/0.47 / 0.53
0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.21/0.36 0.00/0.19/0.22
0.00/0.08/0.370.20/0.35/0.41
0.00/0.00 /0.00 0.00/0.00 /0.00
9.4/9.4/95 9.1/9.4/9.6

WLLFOIA4312 - 004 - 0094570



